[Method of calculating heat flows in the measuring cuvette of a medical microcalorimeter].
A rather simple approach is offered to calculate the distribution pattern of the temperature field within the microcalorimeter vial, taking into account the heat elaboration or absorption in the reacting mixture and in the thermoregulator transducer.